
para

defectuosas.

Includes OFFICESPEC® side-opening 
model

Español

Pull tab to 
activate speculum 
light source

Pull tab to 
activate speculum 
light source

Press center 
to engage 
blades**

Press right or left 
of center to 
release blades***

Push down on 
plunger located at 
the top center of 
speculum handle 
to eject batteries*

*batteries eject downward through handle         
**counterforce required to engage blades and lock hinge
***counterforce required to close while pressing release button 

Push to engage 
speculum ratchet, 
lift up on ratchet 
to release

Push and slide up 
to raise blades

Push and 
slide up to 
raise blades
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